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Next slide please…



RHIC Warmup Complete

 The short has been narrowed down to 

the D0-Q1 interface in the sector 4 triplet 

cryostat

 The location is very unfortunate due to 

the complication of all the cryo lines

 Prior to opening the cryostat an issue 

with a helium leak in the 1006 valve box 

must be addressed.



CCB Dam
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